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Objective : A self-expanding retrievable Intracranial stent, sucii as Solitaire 
AB, is useful for meclianical thrombectomy, producing novel results in the 
treatment of acute ischemic stroke. On the other hand, difficult situations 
can arise after a thrombectomy when using as in first-line treatment. 

IVIethods : This was a retrospective, single-center study of 23 patients 
with an acute ischemic stroke attributable to a large artery occlusion 
within the first eight hours from symptom onset. The occlusion sites were 
the T segment in five patients, proximal middle cerebral artery in six pa- 
tients, distal middle cerebral artery in three patients, vertebral and/or basi- 
lar artery in five patients, proximal internal cerebral artery in one patient 
and tandem in three patients. All patients underwent a mechanical 
thrombectomy using the Solitaire™ stent system as the first-line treatment 
but required additional procedures due to the unsatisfactory results of a 
thrombectomy. 

Results : Only six patients achieved complete recanalization by a throm- 
bectomy using the Solitaire. Permanent stent deployment after the throm- 
bectomy was performed in ten patients. Stent and balloon angioplasty 
was performed after a stent-based thrombectomy in six patients. Balloon 
angioplasty after thrombectomy was performed in one patient. 

Conclusion : Mechanical thrombectomy with the Solitaire™ stent as a 
first-line treatment can produce unfortunate results that will require addi- 
tional procedures. 
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INTRODUCTION 

The early recanalization of occluded vessels in acute 
ischemic stroke (AIS) with intravenous thrombolysis 
or endovascular recanalization improves the clinical 
outcomes and reduces mortality. Recently, intra-arterial 
(lA) thrombolysis and mechanical thrombectomy has 
advantages over intravenous (IV) treatments for prox- 
imal lesions, including a longer therapeutic window 



and higher recanalization rates. ' ' In particular, there 
is growing concern regarding the use of stents in re- 
canalizing an occluded artery. Self-expanding stents 
(SES) have achieved good results in AIS and stentri- 
evers have promoted immediate reperfusion in 80 to 
90% of cases. The present review shows that a me- 
chanical thrombectomy with a self -expanding retrievable 
intracranial stent (Solitaire AB; ev3, Irvine, CA) re- 
sults in a high recanalization rate and low proce- 
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dure-related complications. ' The unique stent-based 
design features of the Solitaire allow dual functionality. 
First, it acts as a temporary intracranial bypass pro- 
viding immediate flow restoration through the throm- 
bus, and second, it acts as a clot retriever, trapping 
the thrombus into its cells for removal.^' With the sub- 
jects of this study, the Solitaire AB was used in initial 
treatment of AIS. This study assessed the limitations 
of a Solitaire-assisted thrombectomy in patients with 
AIS. 

MATERIALS AND METHODS 



was perfused continuously through the catheter dur- 
ing the procedure. The Solitaire stent system was in- 
troduced as a first-line treatment in all patients. Using 
a coaxial system, a Rebar 18 microcatheter (ev3) for 
the 4-mm Solitaire stent or a Rebar-27 microcatheter 
for the 6-mm Solitaire stent was advanced over a 
0.014rinch guidewire placed through the thrombus. 
Microcatheter positioning distal to the thrombus was 
confirmed using a contrast injection. The stent was 
then advanced up to the distal tip of the microcatheter. 
Unsheathing resulted in half of the stent being de- 



Patient selection 

Twenty three consecutive AIS patients, who were re- 
fractory to or ineligible for the use of intravenous re- 
combinant tissue plasminogen activator (rt-PA) and 
met the inclusion criteria, were treated. The inclusion 
criteria were aged 18 years or older. National Institute 
of Health Stroke Scale score (NIHSS) > 8 (or lower if 
there was a fluctuating neurological deficit), time 
from s5anptom onset to the endovascular procedure < 
8 hours, absence of multiple microbleeds in a gradient 
echo image of magnetic resonance (MR), and an ab- 
sence of hemorrhage in the flair image of MR. All pa- 
tients were evaluated by cranial computed tomog- 
raphy (CT) or multimodal MR, and the vessel status 
was assessed by MR angiography or three dimen- 
sional CT angiography immediately before the endo- 
vascular intervention. A CT scan was performed rou- 
tinely at 24 hours after the treatment (or before if any 
neurological worsening in the NIHSS score occurred 
at > 4 points). 

Revascularization procedure 

All procedures were carried out under local anes- 
thesia using a monoplanar system (Integris V3,000, 
Philips, Netherlands). Using the transfemoral ap- 
proach, a 6-Fr guide catheter was placed either in the 
proximal internal carotid artery or vertebral artery. 
The common carotid artery is compressed manually 
for proximal control. A heparinized saline solution 
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ployed distal to the thrombus, and the other half of 
the stent being deployed within the thrombus. The 
distal marker for the microcatheter was aligned just 
over the proximal marker for the stent. Full deploy- 
ment of the stent and flow restoration were checked 
by a contrast injection immediately after the stent was 
deployed, and the Solitaire AB was maintained in 
place for 5 minutes. After the flow was rechecked, the 
unsheathed Solitaire stent and Rebar microcatheter 
were removed as a system into the guide catheter 
while manual compression of the common carotid ar- 
tery was applied. Suction through the guide catheter 
was performed when the unsheathed Solitaire stent 



came close to the distal tip of the guide catheter until 
the stent appeared outside of the guide system. The 
angiographic runs were repeated to assess the re- 
vascularization, distal emboli and vessel injury. If re- 
sistance was felt while pulling the unsheathed stent, 
an attempt was made to retrieve the stent or the in- 
troduction of a permanent stent deplo5anent and bal- 
loon angioplasty were considered. The entire process 
was repeated up to three times if no resistance was 
felt. An additional procedure (balloon angioplasty 
and/ or permanent stent insertion) was considered if 
flow restoration was not achieved after third trials 
and there was no thrombi captured in the stent (Fig. 1). 



Table 1. Characteristics of the patients 
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*, Carotid stenosis with "T" occlusion 

^, Carotid stenosis with! distal MCA occlusion. 

NIHSS = National Institute of Health Strol<e Scale score; tPA = tissue Plasminogen Activator; Prox = Proximal, MCA = middle cerebral artery; 
a = artery; ICA = internal carotid artery; TICI = thrombolysis in cerebral infarction; mRS = modified Ranl<in scale; additional Tx. = indicates 
next intervention after stent-based thrombectomy is aborted; Balloon = angioplasty; Balloon+stent = angioplasty with permanent stenting; 
CAS = carotid angioplasty with stent insertion; DTP = the time from hospital arrival to femoral puncture; F = female; M = male; maneuver 
= the number that mechanical thrombectomy with the Solitaire stent is performed; PTR = the time from femoral puncture to recanalization; 
Tirofiban = GP llb/llla antagonist 
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Outcome measures 

The primary outcome was the rate of vascular re- 
canalization defined as thrombolysis in cerebral in- 
farction (TICI) of 2b or 3.^' Functional independence 
was defined as modified Rankin scale (mRS) score < 
90 for two days, and good early neurological outcome 
as NIHSS score 0,1 or improvement to > 10 points at 
day seven (or at discharge if occurred within the first 
week). 

Statistical analysis was performed using Statistical 
Product and Service Solutions. A Pearson correlation 
index was used. A p value < 0.05 was considered 
significant. 

RESULTS 

From December 2010 to February 2012, 23 consec- 



utive patients with AIS were treated with mechanical 
thrombolysis. The mean age of the patients was 66 ± 
13 years, the male to female ratio was 12 to 11, the 
mean NIHSS score upon admission was 14 ± 4, the 
mean time from the onset of symptoms to femoral 
puncture was 3.4 ± 1.6 hours, the mean time from 
femoral artery puncture to flow restoration was 2.5 ± 
1.14 hours, and mRS was 2 ± 2. The mean recanaliza- 
tion rate was 91.3 % (Table 1). 

Eleven of the 23 patients received an intravenous 
thrombolysis using an rt-PA, and mechanical throm- 
bolysis was performed if the NIHSS had not improved 
by more than 2 points. In only six out of 23 cases, the 
results of complete recanalization could be achieved 
directly by mechanical thrombectomy using a Solitaire 
stent (Fig. 2). The remaining patients underwent addi- 
tional procedures (Fig. 3). Two of these patients who 




Fig. 2. Occlusion of the middle cerebral artery. Symptom onset at 30 minutes before angiography. The National Institute of Health 
Stroke Scale score (NIHSS) score was 15. Antero-posterior view of a left middle cerebral artery angiogram depicts a thrombus in the 
proximal middle cerebral artery (arrow) (A). Solitaire AB stent deployment (B). Solitaire AB Device with a captured thrombus (C). 
Complete recanalization after stent retrieval. The time to recanalization was 40 minutes (D). 
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Fig. 3. Occlusion of the right middle cerebral artery. Symptom onset at 12 hours before angiography. The NIHSS score was 17. 
Antero-posterior view of the right middle cerebral artery angiogram presents the occlusion in the proximal middle cerebral artery 
(A). Solitaire AB stent deployment (B), Early recanalization after stenting (C). Re-occlusion after retrieval (D). Enterprise stent deploy- 
ment and balloon angioplasty (E). Complete recanalization after stenting and angioplasty (F). 



had tandem lesions, underwent an angioplasty proce- 
diare with stent insertion for carotid stenosis or 
occlusion. The mean number of repetitions of mechan- 
ical thrombectomy performed per procedure was two 
(median 2, range 0-3). The number of repetitions was 
determined by the resistance occurring during the re- 
trieval or passing of the microwire or microcatheter. 
Flow restoration was not affected by the number of 
repetitions of direct mechanical thrombectomy. The 
procedure for complete recanalization using mechan- 
ical thrombectomy with the Solitaire AB was aborted 
in ten patients despite third trials of mechanical 
thrombectomy with the stent. With these patients, the 
deployment of a permanent stent was considered, and 
an Enterpriser"^ (Cordis Neurovascular, Miami, 
Florida) stent was used in cases where the resistance 
was present while retrieving the microwire or micro- 
catheter or when they could not be passed through a 
severe stenotic lesion, which determined the termi- 
nation of the thrombectomy trials. Flow restoration 
was unsatisfactory in most of these ten patients after 



deploying the stents. An intra-arterial GP lib/ Ilia an- 
tagonist (tirofiban) was injected in such cases. As a re- 
sult, two patients presented with improved angio- 
graphic findings, and one patient presented with al- 
most complete recanalization without the GP lib/ Ilia 
antagonist ten minutes after deployment. Permanent 
stent insertion with balloon angioplasty for recanali- 
zation was performed in six cases. Only one case 
showed unsuccessful recanalization because the 
Solitaire stent system could not be removed by the 
guide catheter after deployment, and even the micro- 
wire could not be passed through the occluded lesion 
in the stent. Four patients died from massive brain 
swelling with hemorrhagic formations caused by the 
reperfusion injuries. In one of the 23 cases, the etiol- 
ogy of the ischemic stroke was a thrombus in the 
right atrium. 

Significant results were difficult to obtain due to the 
small-sized study. The younger the patient was, the 
higher the recanalization rate. Intravenous thrombol- 
ysis did not affect the prognosis but the recanalization 
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Table 2. Factors affecting recanallzatlon and the prognosis 
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Age 


0.007 


The time from symptom onset to hospital arrival 


0.007 


The time from hospital arrival to intervention 


0.007 
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rate was higher in those patients who arrived at hos- 
pital and underwent a mechanical thrombectomy 
earlier. The time from femoral puncture to recanaliza- 
tion was also related to mRS (Table 2). 

DISCUSSION 

Intracranial self-expanding microstents have been 
used successfully as a temporary or permanent endo- 
vascular bypass in the invasive management of AIS.''' 
Qn the other hand, stenting as a first-line treatment in 
AIS is debatable due to the risks associated with in- 
tracranial stent placement and the recent success of 
thrombectomy.** 

The aim of treatment was to revascularize the oc- 
cluded vessel without stents. The Solitaire stent was 
first deployed, flow restoration was achieved, and a 
mechanical thrombectomy with the stent was performed. 
On the other hand, there were some limitations using 
Solitaire stents for mechanical thrombectomy. The 
first limitation was how many times the thrombec- 
tomy with stents was performed. The second short- 
coming was the aborted retrieval for stents, and third 
was the difficult navigation after permanent stenting. 

Atherosclerotic lesions can be retracted into the 
guide catheter with the thrombus in tow using the 
deployed Stent. The atherosclerotic intracranial lesion, 
however, resists the retracting movement. This resist- 
ance dictates what should be done in the next step. 
Without resistance, the same maneuver can be repeated. 
The number of times stent-based thrombectomy needs 
to be performed should be considered before consid- 
ering other treatment modalities if the second attempt 
has failed or no thrombi removal could be achieved 



using the Solitaire stent. The difficulty in navigating 
through the occlusion site during the clot extraction 
maneuver increases as the maneuver is repeated. The 
different underlying causes of cerebral artery occlu- 
sion (e.g., cardio-embolic, arterio-arterial and ve- 
no-arterial emboli, cerebral artery stenosis, plaque or 
dissection) require different methods and tools for 
revascularization. Cardiogenic thrombi may be softer 
than atherosclerotic ones, and the Solitaire stent sys- 
tem can be superior in treating the thrombi from a 
cardiogenic origin. 

The hard clots or calcified lesions can catch the 
Solitaire stent with intermingling torn thrombi with 
struts. Sometimes there were situations where the de- 
vice could not be retrieved or the stent had to be de- 
ployed permanently. The deployment of the Solitaire 
stent can offer early flow restoration but not guaran- 
tee whether flow restoration is sustained. Therefore, 
the next step after deployment is critical. Partial re- 
sheathing of the stent facilitates device removal but 
decreases the likelihood of thrombi capture. In addi- 
tion, it can minimize the risk of vessel trauma or de- 
vice fracture.'' At times, the Solitaire stent should not 
be deployed and may have to be retrieved when 
deployed. Re-occlusion occurs in most cases of stent 
deployment, which explains the early re-thrombosis."* 
Other negative consequences of stenting include vessel 
injuries secondary to stent expansion, such as dissection, 
inflammation, subintimal necrosis and vasospasm.^' 

Only a limited number of cases have shown sat- 
isfactory outcomes in permanent stent deployment. 
The establishment of temporary endovascular bypass 
has the benefits of rapid flow restoration by displac- 
ing and disrupting the occluding clot and enhancing 
the efficacy of thrombolytic drugs.^^* 

Better outcomes are expected if the occlusion site is 
fully covered and thrombolysis in a cerebral infarction 
(TlCl) is improved after ten minutes from an LA GP 
lib/ 111a antagonist injection. 

On the other hand, additional procedures would be 
very difficult to perform if re-occlusion occurs. The 
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Solitaire stent is difficult to navigate during its 
deployment. In particular, atherosclerotic lesions make 
this process difficult. Vessel injuries can occur if a mi- 
crowire or microcatheter is navigated outside the stent. 
In such situations, the stent with a stent delivery wire 
is superior to the Solitaire stent system. This ty^e of 
stent produces similar results for anterior circulation 
lesions and posterior circulation lesions in acute ische- 
mic stroke, whereas a Solitaire stent does not. This is 
because the basilar artery is straight and the middle 
cerebral artery is tortuous to navigate in. Navigation 
is easier in posterior circulation. 

CONCLUSION 

The Solitaire stent system is a good modality for the 
treatment of AIS. Qn the other hand, careful consid- 
eration when choosing the best treatment modalities 
is necessary. In hard lesions, mechanical thrombec- 
tomy using a stent may not be effective enough to re- 
move the thrombi, and additional procedures may 
need to be considered. In addition, stent-based throm- 
bectomy increases the risk of vessel injury or struggle 
between devices. 
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